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PRODUTO
NUMERO DO LOTE

DATA DE FABRICAC

DATA DE VALIDADE

CORANTE

CONDICOES DE
ARMAZENAMENTO

CARGA BIOLOGICA

CONSERVANTE

CONTROLE DE QUALI
POTENCIA:

AVIDEZ: (1° sinal de
aglutinacéo)

ESPECIFICIDADE:

DECLARACAO DE

CONTROLE DE

Certificado de Analise

Reagente de Agrupamento Sanguineo Anti-B Monoclonal
610187-C1 e todos os sublotes (ou seja, 610187-C2, 610187-C3,

610187-C4, etc
2022-11-30

2025-11-30

0.015% Tartrazina amarela
Refrigerar a 2-8°C

AO

nao é estéril
<0.1% Azida de so6diop /v

DADE:
Tubo de Cartao
ensaio BioVue
Células B 1 em 256 1em512
Células 1 em 256 1em 512
Ai1B

Células B 3 seg

Fendtipos Positivos

Células B Grau 5
Grau 5

A1 Células

Células
A1B

Cartao
Diamed

1em 512
1 em 256

Células A1B 3 seg

Fendtipos Negativos

Negativo

Células O Negativo

Produto filtrado através de um filtro estéril de 0,2 um. O reagente

Microplaca

1em512
1em512

Este lote de Anti-B atende aos requisitos de poténcia e

especificidade descritos na edicdo atual das Diretrizes para os
Servicos de Transfusdo de Sangue em 0s requisitos de ensaio do

QUALIDADE
Reino Unido e do CTS
Revisor: Coordenadora de Assessoria Cientifica
Assinatura:

Data:

27 de Janeiro de 2023
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Certificate of Analysis
(See LORO006 for Methodology)

PRODUCT Anti-B Monoclonal Blood Grouping Reagent

LOT NUMBER 610187-C1 and all sub-lots (i.e 610187-C2, 610187-C3, 610187-C4,
etc

DATE OF MANUFACTURE | 2022-11-30

DATE OF EXPIRY 2025-11-30

DYE 0.015% Tartrazine yellow

STORAGE CONDITIONS Refrigerate at 2-8°C

BIOBURDEN Product filtered through a sterile 0.2 um filter. The reagent is not
sterile

PRESERVATIVE < 0.1% Sodium Azide w/v

QUALITY CONTROL:

POTENCY: Tube Test BioVueCard Diamed Card Microplate
B Cells 1lin 256 1lin512 lin 512 lin 512
AiB Cells 1in 256 1lin 512 1lin 256 1in512

AVIDITY: (1st signof B Cells 3 sec A1B Cells 3sec

agglutination)

SPECIFICITY: Positive Phenotypes Negative Phenotypes
B Cells Grade 5 A1 Cells Negative

A1B Cells Grade 5 O Cells Negative

QUALITY CONTROL This lot of Anti-B meets the potency and specificity requirements as
STATEMENT described in the current edition of the Guidelines for the Blood
Transfusion Services in
the UK and the CTS test requirements

Title Quality Assurance Associate
Signature B

J Angela Lane  BEeisssridissiser™
Date: 13 January 2023
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